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TEST REPORT

10f 1
MODEL: DT-9880 Particle Counter User Manual

Serial Number:161208722 Report Number:201631895

Referance Instrument: FLUKE985

Instrument Series Number:1210993188

Environment Temperature:23+3°C Humidity: 50%20%RH
Calibration Date:2016-12-29 Issue Date:2016-12-29
Calibrated By: l ‘Issue Name:Peng Xingen
]
Calibrate Type Display Value Test Value Result
Repeatability Testing <10%FS <10%FS Pass
Distribute Deviation of Particle *30% <30% Pass
Particle Density Value Deviation +30%FS <30%FS Pass
Air Flow 2.83L15% 2.70L Pass

Conclusion: Pass at Calibration Item.
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